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Methodology 

"rS— ':fabsorbarof^^^^^^^ 

wavelengths  of  the  optically  detectable  S  eoulomettic  titration.  An 

vioiogen  as  a  taction  of  the  ch^ge  passed  tac^ity  of  a  pond 

approach  which  was  ^r  ^  aquifer  sediment 

sediment  rich  in  organic  ^  sampled  from  Columbus  Air  Force  Base, 

material  of  low  organic  carbon  and  iron  specie  c»nie  5^  material  of  particle  size  smaller 

Mississippi.  Titration  was  i^ied  out  ®"  i^^en^  ^osph^ buffer  at  0.0426 

than  75  urn  diameter,  suspended  in  aqueous,  pH  7  0. 1  ion  ^P  P  composition  but 
*  sediiTent  by  weight.  Blank  titration  was  cturied  out  on  >  3''^~,,3b“Lu,yl 
in  absence  of  the  aquifer  materiai.  In  both  c^.  ta 

vioiogen.  There  was  no  perc^tible  si^S^^  titration 

initiation  of  titration  of  methyl  Vioiogen.  Thisbehavio  u/hirh^  showed  a  very  significant 

Of  pond  sediment  of  high 

break  between  completion  of  titration  of  resorut  ,  _r,tArt  that  the  uooer  limit  of  oxidative 

Based  on  the  uncertainties  of  measure|»nt,  it  could  be  solid 

redox  capacity  of  the  Columbus  aquifer  tnalwi  •  ^  canacitv  of  aquifer  material 

materitT  This  estimate  is  in  the  vicinity  of  *1*6.0  values 

obtained  from  other  sites  by  one  other  research  .  ,  ^spspity  wiii  require 

reported  by  another  group.  More  preci«  determina  of  scattered  light  than 

usLf  methods  such  as  fluorescence  whirt^tam  — 

absorption  spectrophotometry,  and  will  a  g  imoortance  of  thermal  expansion  of 

absorbance-ba^  method.  is  not 

aqueous  solutions  as  a  cause  of  oxygen  leakage 

regulated,  and  demonsttated  to  huge  by  small  amounts, 

occur  when  the  temperature  of  an  aqueous  ^ple  m^low^  »  v^  y  thermoisolaiion 

ctr  tr-n^in^  topSt  C»xld:ren  from  fee  tiuation  tto. 
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determination  of  the  oxidative  redox  capacity  of 
aquifer  sediment  material  by  SPECTROELECraOCHEMICAL 

COULOMETRIC  TITRATION 


James  L.  Anderson 
Mark  C.  Delgado 


Introduction  .  ^ 

TT«  remediation  of  man,  polluted  aims,  whether  b,  iRita  procesa.®  " 

or  biological  natural  attenuation  or  by  proceaaea  involving  the  add, non  ->f  ^ J  ' 

chemical  or  biological  agenn.  frequently  involvca  redox  proceaaea.  The  feaaibtht, 
nanaformation  capacity  of  auch  proceaaea  h  ultimately  limimd  by  the  redox  capacty  o 
envhonmenml  ayamm  to  be  nanaformed.  In  U.ia  conmxt,  redox  capacty  n  a  meaaure  o 
number  of  molar  equivalent  of  electron  which  can  be  do«md  (reductive  redox  capacq,  or 
taken  up  (oxidative  redox  capacity)  by  the  ayatem  in  the  courae  of  a  redox  tratta  ormatton  o 
externally  added  agent  auch  aa  a  pollutant.  The  redox  capacity  limit  flte  ulnmat  quan  tty  q 
polluutnt  which  can  be  oxidatively  or  reductivel,  nanaformed  by  ayatm.  atnce  fc  each  mrfe 

ofpollumntoxidativel,orreducivelynana(orn«d,aamichion»tricallyrela^ 

of  oxidant  or  reducmnt  in  Ute  environment  muat  alao  be  nanaformed.  Once  all  elecnon  do.t 
or  accepmra  initially  available  in  dm  ayatem  «,  drive  Ute  nanaformation  of  tntereat  have  been 
exhauated,  dte  nanaformation  muat  amp.  In  addition,  the  redox  capacty  t  an  tmpomnt  quantny 
in  aaaeaaing  dte  feasibility  of  driving  a  nanaformation  process  by  dte  addmon  of  an  exmrtt 

chemical  or  biological  agenu  by  providing  an  eatimat  of  dm  quantity  of  exmmal  agent  r^unM 

ntfiirfil  caoacitv  of  the  system  in  driving  a  desired 
either  to  supplement  or  to  oppose  the  natural  cap  ty 

transformation.  .  .. 

unfortunately,  the  pr«ent  knowledge  of  redox  cap^ity  of  natural  ayatema  ,a  Itmtted. 

Only  a  relatively  small  number  of  sntdiea  has  been  carried  out  nt  aaaeaa  dtia  tmport^t 

information  (1-3)  in  aedimenn.  Dam  from  two  of  these  amdiea  on  apparendy  very  a^to 

aquifer  aedimenmry  mamriala  are  in  aigniftcant  conflict  regarding  the  magnttude  of  the  oxtdattve 

redox  capacity  of  the  sediments  (1,2).  The  methodologies  of  these  two  studies  are  base  on 

classical  chemical  titrations  with  very  reactive  chemical  reductanta,  requtrmg  rather 
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equilibration  times,  rigorous  oxygen  exclusion  over  long  periods,  and  centrifugation  and 
filtration  to  overcome  interference  with  spectrophotomeiric  measurements  due  to  light  scattering 

by  sediment  particles. 

We  have  developed  an  alternative  indirect  spectr«lectrochemical  coulomehic  titratmn 
approach  in  which  the  optical  signal  of  an  added  indicator  reagent  is  used  together  with 
coulometry  to  assess  the  number  of  oxidative  equivalents  of  sediment  components  pre«nt. 
Reagents  are  generated  iiuim  in  <he  titration  vessel  as  need«l.  thereby  avoiding  some  of 
problems  in  earlier  work  of  storing  very  reactive,  potentially  unstable  reagents  for  long  periods 
of  time.  The  approach  also  enables  measurements  in  the  pmsetice  of  suspensions  of  sedmmnt 
particles,  without  need  for  particle  removal  prior  to  spectrophotomettic  measuremenls.  Tte 
indicator  reagent  provides  the  spectral  signal,  so  that  the  approach  is  applicable  even  to  sample 
that  contain  no  chromophore.  Our  earlier  work  on  redox  capacity  of  a  pond  sediment  ( 
yielded  results  which  were  compatible  with  the  results  of  Barcelona  and  Holm  for  aquifer 
material  (1),  but  significantly  higher  than  the  results  of  Heron  gul-  for  aquifer  material  (2). 

In  dtis  investigatioo,  we  examine  the  use  and  limitations  of  the  spectroelectrochemical 
methodok^y  to  probe  die  redox  capacity  of  aquifer  mamrial  more  direcUy  comparable  u,  the 
material  investigated  by  Bait»lona  and  Holm  (1)  and  Heron  et  al.  (2).  In  addition,  in  the 
process  of  investigating  the  possible  sources  of  an  oxygen  leak  during  the  development  of  this 
methodology,  we  have  discovered  the  enormous  pressure  changes  (as  great  as  900  psi  fo 
temperature  change  of  22  »C)  that  can  be  generated  by  thermal  expansion  of  aqueous  solutions 
in  a  closed  vessel  when  temperature  is  allowed  to  vary.  Methods  were  developed  m  overcome 
diis  practical  problem  in  titration  cells.  A  model  for  the  dependence  of  pressure  change  on 
temperature  was  developed  and  compared  with  experiment.  The  enormous  pressure  change 
observed  can  be  quite  well  explained  based  on  the  known  thermal  expansion  coefficients  and 
compressibility  of  water  and  their  temperature  dependence. 


Methodology 

Spectroelectrochemical  methods  have  been  previously  used  to  coulometrically  titrate 
biological  components(5.6).  A  tin  oxide  working  electrode  is  used  to  transfer  electrons  to  or 
accept  electrons  from  electrogenerated  titrants  which  in  turn  transfer  charge  to  or  from  the 
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biological  species  of  interest.  The  working  electrode  may  be  used  to  drive  either  oxidative  or 
reductive  processes,  by  controlling  the  applied  potential  in  an  appropriate  region.  This  tq)proach 
is  well-suited  for  reliable  quantitation  of  low  micromolar  concentrations  of  spectrally  visible  and 
invisible  species  (7).  Major  advantages  of  the  approach  include  the  ability  to  work  in  a  closed 
system  of  small  volume,  with  oxygen  removal  before  and  exclusion  during  the  titration;  with 
accurate  and  quantitative  addition  of  titrant  at  a  controlled  rate;  and  the  feasibility  of  carrying 
out  both  forward  and  back  titration  of  the  component  of  interest  to  assess  the  reversibility  of  the 
process  in  a  single  titration  experiment  if  desired  (5). 

In  a  conventional  chemical  titration,  reagents  must  be  added  to  the  system  from  external 
reservoirs,  thus  continually  changing  the  total  mass,  composition,  and  volume  of  the  system. 
The  spectroelectrochemical  titration  method  described  here  does  not  suffer  this  problem,  since 
the  reagents  are  electrons  generated  or  consumed  by  reactions  at  the  working  electrode  in  g 
closed  system.  Thus,  the  titrant  species  can  be  introduced  into  the  system  in  a  stable  form  which 
will  not  react  with  the  species  under  study  until  the  titration  is  initiated  by  applying  an 
appropriate  potential  to  the  working  electrode.  Quantitation  can  be  achieved  electrically,  by 
counting  electrons  (measured  by  the  charge  passed  during  the  titration).  In  the  experiments 
described  here,  the  sample  of  interest  was  mixed  with  the  reagents  in  inactive  form, 
deoxygenated,  and  transferred  into  an  electrochemical  cell  designed  to  isolate  the  solution  from 
the  ambient  atmosphere.  A  detailed  description  of  the  cell  and  the  degassing  procedure  follows. 

Cell  Desi£n  and  Degassin£  Procedure 

A  diagram  of  the  electrochemical  cell  and  the  electrodes  appears  in  Figure  1.  The  cell 
consists  of  a  main  chamber  constructed  of  1  cm  i.d.  square  Pyrex  stock  to  which  two  sidearms 
and  a  valve  with  an  inlet  ground  glass  fitting  have  been  attached.  The  valve  allows 
introduction  and  isolation  of  samples  from  the  ambient  atmosphere.  Samples  are  degassed  in 
a  degassing  bulb  connected  to  the  valve  m  the  ground  glass  fitting. 

An  inner  Luer  ground  glass  fitting  was  used  for  initial  expieriments,  but  was  replaced 
with  a  10/30  standard  taper  inner  fitting  due  to  significant  problems  in  assuring  that  the  joint  did 
not  leak  and  inadvertently  admit  oxygen  to  the  solution.  The  two  sidearms  are  fitted  with  an 
outer  ground  glass  fitting  (7/15).  Each  sidearm  is  joined  to  the  main  chamber  through  a  medium 
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porosity  frit.  The  reference  and  auxiliary  electrode  chambers  are  both  made  of  Pyrex  glass 
which  terminate  in  7/15  standard  taper  inner  ground-glass  fittings.  The  reference  and  auxiliary 
chambers  are  filled  with  1.0  M  KCl  solution,  and  a  Ag  wire  anodized  in  6  M  HCl  to  form  a 
AgCl  coating  is  inserted  through  a  septum  c£^  at  the  top  of  each  electrode  compartment  to  make 
the  Ag/AgCl  electrode. 

Two  chamber  designs  were  used.  The  initial  design  had  a  single  piece  body,  terminated 
with  a  porous  Vycor  frit  epoxied  into  a  5  mm  diameter  glass  tube  extending  from  the  lower  end 
of  the  7/15  fitting  for  contact  with  the  cell  solution.  A  serious  problem  with  this  design  was  the 
inability  to  maintain  reproducibly  any  gas  expansion  volume  when  the  cell  was  filled  by  vacuum 
degassing.  This  design  was  susceptible  to  leakage  due  to  temperature  elevation  in  the 
spectrometer  sample  compartment  during  an  experiment,  causing  significant  pressure  increases 
due  to  water  expansion.  One  or  more  7/15  joints  would  open  to  relieve  the  otherwise  disastroig 
pressure  rise  in  the  cell,  giving  rise  to  concomitant  oxygen  leakage  into  the  cell.  The  revised 
electrode  chamber  was  designed  to  allow  retention  of  a  gas  space  for  liquid  expansion,  to 
prevent  large  pressure  buildups  due  to  thermal  expansion  of  water  in  a  system  without  such  an 
expansion  space. 

In  place  of  the  septum  cap,  a  5  mm  diameter  Kontes  Bevel-Seal  threaded  0-ring 
connector  was  sealed  to  the  top  of  the  7/15  Joint.  A  3  mm  diameter  glass  tube  served  as  the 
reference  or  auxiliary  electrode  compartment.  A  piece  of  3  mm  porous  Vycor  rod  was  epoxied 
into  a  short  length  of  5  mm  diameter  tubing  fused  to  the  lower  end  of  this  3  mm  diameter  tube. 
The  tube  passed  through  an  0-ring  placed  above  the  5  mm  diameter  section,  through  the  7/15 
Joint,  and  finally  through  the  Bevel-Seal  0-ring  Joint.  The  reference  or  auxiliary  Ag/AgCl 
electrode  protruded  from  the  end  of  the  tube,  which  was  capped  with  an  inverted  septum  cap. 
Because  the  tube  passed  through  two  0-rings,  the  electrode  compartment  could  be  slid  up  and 
down  in  the  chamber.  While  the  cell  was  being  degassed  prior  to  filling,  the  electrode 
compartment  tube  was  slid  down  into  the  sidearm  to  attempt  to  make  the  gas  volume  above  the 
lower  0-ring  accessible  for  oxygen  removal  and  replacement  by  helium.  When  the  cell  was  to 
be  filled,  the  electrode  compartment  tube  was  pulled  up  so  that  the  expanded  lower  end  held  the 
0-ring  against  the  bottom  of  the  inner  7/15  Joint  to  preserve  a  gas  space  above  the  0-ring  into 
which  thermally  expanding  liquid  could  flow  in  the  event  of  inadequate  thermal  control.  This 
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approagh  should  thus  cut  down  on  oxygen  leakage.  In  fact  the  rate  of  oxygen  leakage  during 
titrations  decreased  more  than  an  order  of  magnitude  when  the  above  sidearm  design  was  used 
in  conjunction  with  a  thermostated  chamber  filled  with  helium  to  exclude  oxygen  from  the 
atmosphere  surrounding  the  cell  during  a  titration.  However,  exclusion  of  oxygen  was  not 

consistently  successful  during  the  sample  degassing  process. 

A  section  of  26  gauge  platinum  wire  was  flame-sealed  into  the  cell  to  serve  as  a 
potentiometric  electrode.  The  working  electrode  for  the  reduction  steps  was  a  2.5  cm  square 
piece  of  SnOj  glass  epoxied  to  the  bottom  of  the  main  chamber  of  the  cell  with  Devcon  2-Ton 
clear  epoxy.  The  square  edges  of  the  working  electrode  were  also  used  to  align  the  cell  in  a 
square  positioning  recess  in  the  optical  train  of  the  spectrophotometer.  The  main  chamber  of 
the  cell  held  1.85  mL  of  solution,  which  could  be  circulated  by  a  magnetic  stirrer.  The  stir  bar 
was  constructed  by  flame-sealing  a  7  mm  long  piece  of  steel  paper  clip  inside  Pyrex  glass 
under  vacuum.  The  stirrer  was  driven  by  a  water-propelled  magnetic  impeller  supplied  with 
thermostated  water  from  a  circulating  temperature  regulator  bath.  The  water  was  also  circulated 
in  the  walls  of  an  isolation  chamber  whose  function  was  both  to  control  the  cell  temperature  and 
to  bathe  the  cell  in  a  nitrogen  atmosphere  to  exclude  oxygen  access  during  the  titration.  Light 
was  passed  through  the  main  chamber  of  the  cell  to  determine  the  absorbance.  Because  the  cell 
was  made  from  Pyrex  glass,  light  was  detected  primarily  in  the  visible  region  of  the  spectrum. 

Solutions  to  be  studied  were  degassed  and  introduced  into  the  cell  under  an  inert 
atmosphere.  The  degassing  assembly  consisted  of  a  Ridox  catalyst,  a  helium  inert  gas  line,  a 
water-filled  bubbler  to  saturate  the  inert  gas  with  water,  and  a  vacuum  line  with  a  liquid  nitrogen 
trap  and  a  Drierite  drying  column  to  prevent  water  from  entering  the  mechanical  vacuum  pump. 
The  helium  was  passed  through  a  dryer  and  a  Restek  oxygen  scrubber  catalyst  before  it  entered 
the  Ridox  catalyst  chamber.  The  electrochemical  cell  could  be  either  pressurized  with  the  inert 
gas  or  evacuated  via  a  two-way  valve  on  the  degassing  assembly.  All  pieces  of  the  degassing 
assembly  were  Joined  by  ground  glass  fittings  greased  with  Apiezon  L  or  Apiezon  N.  The 
vacuum  pump  and  the  Drierite  column  were  connected  to  the  all-glass  degassing  apparatus  by 
butyl  rubber  tubing. 

The  two-way  valve  was  set  to  evacuate  the  solution  degassing  bulb/cell  adapter  and  the 
cell  for  at  least  15  min.  prior  to  filling.  The  cell  was  then  alternately  evacuated  for  at  least  1 
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rain.,  followed  by  a-  30  seconds  of  helium  sparging,  fb,  a  minimum  of  four  cycles.  The  cell 
stopcock  was  closed  off  and  the  cell  was  removed  from  the  degassing  assembly.  Both  the 
reference  and  auxiliary  electrodes  chambers  were  degassed  via  a  needle  inserted  through  the 
septum  cap  while  attached  to  the  cell,  niey  were  evacuated  and  filled  wtth  an  inert  gas 
alternately  for  2  min.  for  5  cycles.  After  the  electrodes  had  been  degassed,  they 
and  immediately  filled  by  means  of  a  1  mL  syringe  with  a  previously  degassed  1.0 
solution.  If  a  bubble  which  might  interfere  with  the  solution  conductivity  appeared  in  a  si 
elecffode  compartment,  the  compartmem  was  reevacuated  and  the  degassing  process  was 

repeated  for  that  electrode. 

Once  the  reference  and  auxiliary  electrode  chambers  were  filled,  the  solution  to  be 
studied  was  introduced  into  the  degassing  bulb.  At  this  point,  both  the  bulb  and  the  cell  were 
reattached  to  the  degassing  assembly.  The  solution  was  then  degassed  by  alternately  ex^mg 
it  to  the  inert  gas  and  vacuum  while  it  was  being  stirred.  The  solution  was  then  mtrodu  into 
the  cell  by  opening  the  valves  between  the  cell  and  the  degassing  bulb  and  simultaneously  pulling 
vacuum  in  the  cell  and  the  degassing  assembly.  The  cell  and  degassing  bulb  were  tiM 
downward  and  the  cell  was  filled  by  pressurizing  the  degassing  bulb  with  the  inert  g^  To 
minimize  bubble  formation,  vacuum  was  applied  briefly  and  inert  gas  was  again  introduced  into 
the  degassing  bulb.  This  procedure  was  repeated  until  no  large  bubbles  were  visible  inside  the 

cell. 


Apparatus  .  . 

The  potentiostat  which  was  used  to  control  the  experiment  was  custom-built  for  the 

purpose.  Current  output  was  converted  to  voltage  by  a  current-m-voltage  converter,  and  fed  m 

a  custom-built  absolute  value  circuit  which  converted  all  signals  to  a  positive  value  for  input 

into  a  voltage-to-frequency  converter  (Datel)  with  a  calibration  factor  of  10  kHz  per  volt  at  e 

input.  The  train  of  pulses  from  the  voltage-to-frequency  converter  was  fed  to  a  counter-timer 

(Data  Precision  5740)  in  the  count  mode.  With  a  current  output  gain  of  100  microamperes  per 

volt,  the  counter  had  an  output  of  100,000  counts  per  millicoulomb  of  charge  passed,  with  an 

accuracy  better  than  0.1  %• 

The  spectrophotometer  was  a  Perkin-Elmer  Model  3840  diode  array  spectrometer. 
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controlled  by  a  Perkin-EImer  7500  computer.  All  spectral  scans  were  obtained  in  the  survey 
mode,  which  had  an  excessive  level  of  stray  light  (specified  as  3  %,  and  measured  to  be  ja.  2.5 
%),  due  to  mechanical  problems  which  prevented  operation  in  the  high  resolution  mode,  which 
had  dramatically  better  stray  light  specifications.  Spectra  were  recorded  and  stored  on  floppy 
diskettes.  In  some  cases,  data  were  converted  to  ASCII  files  and  copied  to  a  Sun  Sparcstation 
computer  for  further  processing. 

A  thermostated  housing  and  platform  were  custom  fabricated  to  adapt  the  nonstandard 
dimensions  of  the  electrochemical  cell  to  the  spectrophotometer  sample  compartment.  The 
thermostated  housing  was  constructed  from  two  1/2  inch  thick  aluminum  plates,  through  which 
water  from  a  temperature  bath  was  circulated,  and  poly(methylmethacrylate)  to  enable  visual 
observation  of  the  cell  assembly.  The  housing  was  lowered  over  the  cell  and  clamped  to  the 
platform.  Nitrogen  was  circulated  through  the  interior  of  the  thermostated  chamber  to  exclude 
oxygen  from  access  to  the  exterior  of  the  cell.  Oil  bubblers  placed  in  the  supply  line  to  the 
thermostated  chamber  and  in  the  outlet  line  from  the  chamber  were  used  to  visualixe  the  flow 
of  nitrogen  into  the  system. 

Pressure  measurement  equipment 

Experiments  were  carried  out  to  determine  the  dependence  of  pressure  in  a  closed  vessel 
on  the  temperature  of  the  vessel.  The  vessel  consisted  of  1/4  inch  diameter  stainless  steel  tubing 
of  ca.  1.25  mL  internal  volume,  with  a  Helicoid  0-5000  pounds  per  square  inch  (psi)  liquid 
chromatographic  pressure  gauge  in  a  tee  configuration,  and  two  high  pressure  \alves  at  either 
end.  With  the  inlet  valve  closed  and  the  outlet  valve  open,  the  system  was  evacuated.  After 
closing  the  outlet  valve,  the  inlet  valve  was  opened  and  the  system  was  pressurized  to  1000  psi 
at  25  ®C  by  pumping  water  in  from  an  Altex  Model  1  lOA  HPLC  pump,  and  the  inlet  valve  was 
closed.  The  vessel  was  equilibrated  in  a  controlled  temperature  water  bath  overnight,  to  insure 
that  there  were  no  leaks.  The  temperature  was  then  varied  in  random  order  over  the  range 
between  13  °C  and  35  ®C,  in  approximately  2  "C  increments  according  to  a  sequence  selected 
by  use  of  a  random  number  generator.  Triplicate  readings  were  obtained  after  the  temperature 
had  reached  a  stable,  constant  value.  The  final  measurement  was  made  at  the  initial  temperature 
to  check  for  any  long-term  leakage,  which  was  found  to  be  negligible.  Temperatures  were 
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measured  with  the  temperature  probe  of  a  Yellow  Springs  Instrument  YSI  Model  33  conductivity 
meter  and  with  a  Radio  Shack  LCD  readout  temperature  sensor  (Archer  catalog  number  277- 
0123).  Temperature  readings  with  both  probes  were  in  good  agreement. 

Results  and  Discussion 

The  titration  approach  was  applied  to  an  aquifer  material  sample  (sample  tube  number 
13,  Sample  K-61,  collected  4-6-90,  depth  11  feet  5  inches  to  11  feet  10  inches  below  the 
surface)  taken  from  the  Columbus  Air  Fwce  Base  site.  The  sample  had  been  stored  in  the  dry 
state,  with  no  attempt  to  exclude  oxygen.  Thus  the  sample  was  weli-oxidized.  The  sample  was 
sieved  dry  through  standard  sieves  to  s^arate  it  into  well-defined  size  fractions  consisting  of 
particle  sizes  >  850  ^^m,  425  -  850  /im,  250  -  425  fivn,  106  -  250  /tm,  75  -  106  fitn,  and  <  75 
/tm.  The  fraction  in  the  size  range  <  75  /xm  diameter  was  selected  for  titration  to  evaluate  the 
spectroelectrochemical  coulometric  titration  protocol  for  this  aquifer  material.  This  size  fraction 
constituted  14.3  %  by  weight  of  the  total  sample  weight,  as  determined  by  sieving.  This 
percentage  was  nearly  double  the  weight  percent  determined  by  sieving  at  the  time  of  collection 
(8.63  %),  although  the  percentages  of  other  size  fractions  were  in  accordance  with  the  as- 
sampled  values.  This  behavior  suggests  that  the  particles  aggregate  to  a  significant  extent,  and 
that  the  percent  of  fine  particles  measured  is  significantly  dependent  on  the  degree  of  disturbance 
of  the  particles  during  sieving. 

The  pH  of  a  suspension  of  <  75  /xm  diameter  aquifer  material  in  5  mL  of  distilled  water 
without  added  buffer  was  in  the  range  of  5.1,  depending  on  solids  loading,  stirring,  and  other 
factors.  However,  because  the  optical  absorption  properties  and  solubility  of  resorufin  were  not 
favorable  at  or  below  pH  6,  samples  were  prepared  for  titration  in  a  pH  7  phosphate  buffer,  with 
0.1  ionic  strength.  The  pH  of  a  1.2  %  by  weight  suspension  of  aquifer  material  in  pH  7.0 
phosphate  buffer  was  7.03,  indicating  that  the  buffer  capacity  of  the  buffer  was  sufficient  to 
control  the  pH  of  the  suspension. 

Spectroelectrochemical  coulometric  titrations  were  carried  out  in  the  controlled  potential 
mode,  at  an  applied  potential  of  -0.65  V  vs.  Ag/AgCl/1  M  KCl  reference  electrode.  This 
potential  was  sufficiently  negative  that  methyl  viologen  (MV'^**),  the  component  with  the  most 
negative  reduction  potential,  was  reduced  to  the  radical  cation  (MV"^ ),  while  any  components 
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with  more  positive  reduction  potentials  which  could  react  directly  with  the  electrode  also  were 
reduced.  Methyl  viologen  could  also  react  homogeneously  with  titratable  components  which  do 
not  react  readily  directly  with  the  electrode  surface.  The  reaction  is  thus  catalytic,  in  the  sense 
that  reaction  of  MV"  with  species  of  more  positive  reduction  potentials  accelerates  their 
reduction  and  regenerates  MV^  for  further  reaction.  Upon  addition  of  the  desired  quantity  of 
charge,  the  applied  potential  was  disconnected,  and  the  potentiostat  was  placed  in  the 
potentiometric  mode  at  zero  current.  While  any  oxidized  species  with  reduction  potentials  more 
positive  than  that  of  methyl  viologen  remained  in  the  system,  any  initial  excess  of  MV"  was 
consumed,  and  the  system  was  allowed  to  come  to  equilibrium.  Excess  MV""  remained  in 
solution  after  equilibrium  was  reached,  only  after  all  species  with  more  positive  reduction 
potentials  had  been  reduced.  The  appearance  of  excess  MV'"  thus  indicated  the  end  of  the 

titration.  v 

Experiments  were  fu-st  carried  out  on  a  solution  containing  all  of  the  reagents  (10. 1 

micromolar  resorufin,  0.408  millimolar  methyl  viologen)  and  the  pH  7.0,  ionic  strength  0.1 
phosphate  buffer,  but  not  the  aquifer  material.  The  resulting  plot  of  absorbances  at  the 
wavelengths  characteristic  of  resorufin  (572  nm)  and  of  methyl  viologen  radical  cation  (396  nm) 
is  shown  in  Figure  2A.  In  all  cases,  absorbances  are  recorded  in  dual-wavelength  difference 
mode  with  respect  to  the  absorbance  at  800  nm.  Difference  measurements  are  extremely 
valuable  in  compensating  for  the  effects  of  scattered  light,  settling  of  suspension  over  time  in 
the  cell,  and  other  nonidealities,  since  none  of  the  species  under  study  absorb  appreciably  at  800 
nm,  and  the  apparent  absorbance  at  this  wavelength  is  still  affected  by  light  scattering  and  other 
nonidealities,  in  a  manner  analogous  to  that  at  the  analytically  useful  wavelengths  of  572  and  3% 
nm.  A  plot  of  the  potentiometric  electrode  potential  vs.  charge  is  shown  in  Figure  2B.  The 
initial  lag  before  resorufin  is  titrated  is  due  to  residual  oxygen  (gg.  3.5  /tM,  gg.  1  %  of  the 
ambient  concentration  prior  to  degassing  and  analysis)  not  completely  removed  during  the 
degassing  process.  The  quantity  of  residual  oxygen  varied,  but  the  quantity  of  resorufin  was 
consistent  from  run  to  run.  It  is  clear  in  Figure  2A  that  there  is  essentially  no  break  between 
completion  of  titration  of  resorufin  and  initiation  of  titration  of  methyl  viologen.  This  behavior 
is  to  be  expected  for  the  system  in  absence  of  aquifer  material,  since  the  reduction  potentials  of 
resorufin  and  methyl  viologen  are  in  the  order  observed.  The  potentiometric  potential  seen  in 
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Figure  2B  also  follows  the  trend  expected,  initially  being  governed  by  the  redox  equilibrium 
between  oxidized  and  reduced  components  of  resorufin,  and  then  shifting  to  a  value  governed 
by  the  equilibrium  between  methyl  viologen  dication  and  methyl  viologen  monocation. 

The  weight  percent  of  aquifer  material  in  suspension  during  titrations  was  selected 
empirically  based  on  the  maximum  quantity  of  suspended  solids  which  afforded  an  acceptable 
level  of  light  scattering.  For  the  experiments  reported  here,  the  solids  loading  was  0.0426  % 
by  weight.  This  loading  afforded  a  slightly  turbid  solution  with  light  scattering  levels  that  were 
still  acceptable.  (Absorbance  was  elevated  a.  0.2  absorbance  units  at  396  nm  relative  to  the 
same  solution  composition  in  absence  of  aquifer  material.)  A  slightly  higher  loading  level 
(perhaps  threefold  higher)  would  have  been  feasible  if  the  spectrophotometer  had  had  better  stray 
light  characteristics.  The  results  of  a  spectroelectrochemical  titration  of  an  0.0426  %  by  weight 
suspension  of  aquifer  material  under  the  same  solution  conditions  as  Figure  2A  are  shown  in 
Figure  3A.  The  only  difference  evident  between  the  response  for  the  aquifer  suspension  and  the 
blank  control  is  a  slightly  lower  residual  oxygen  content  (ga-  0.7  %  of  the  initial  ambient 
concentration  prior  to  degassing).  In  addition,  the  vertical  shift  of  the  absorbance  of  both  curves 
in  Figure  3A  at  ca.  3  mcoul  charge  reflects  reoxidation  of  reduced  resorufin  during  a  waiting 
period  of  more  than  two  hours  before  the  next  increment  of  charge  was  added,  to  test  the 
susceptibility  of  the  measurements  to  oxygen  leakage  over  long  periods.  While  some  further 
improvements  in  preventing  oxygen  leaks  would  be  beneficial,  the  observed  leakage  rate 
corresponds  to  the  relatively  low  quantity  of  gg.  0.65  nmol  O2  per  hour  into  the  cell.  After 
correction  for  the  need  to  rereduce  the  resorufin  that  was  reoxidized  during  this  period,  the 
charge  consumed  during  titration  of  resorufin  is  in  close  agreement  with  the  charge  required  for 
the  blank,  and  the  onset  of  excess  MV^  generation  coincides  closely  with  the  completion  of 
titration  of  resorufin.  The  plot  of  potentiometric  potential  vs.  charge  in  the  presence  of 
sediment,  seen  in  Fig.  3B,  also  corresponds  closely  to  that  for  the  blank  in  absence  of  sediment, 
except  that  the  initial  potential  is  more  negative  as  a  result  of  more  effective  degassing  and 
oxygen  removal. 

The  data  support  the  conclusions  reached  previously  that  spectroelectrochemical  titrations 
can  be  successfully  applied  to  the  investigation  of  redox  capacity  of  soils.  However,  the  aquifer 
sample  represents  a  lower  limit  of  the  applicability  of  the  technique  with  the  solids  loading  used 
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here.  The  oxidative  redox  capacity  of  the  aquifer  material  is  so  low  that  it  cannot  be  resolved 
with  respect  to  the  relative  uncertainty  of  the  charge  measurements.  It  can  be  estimated, 
however,  based  on  the  uncertainty  of  charge  measurements,  which  is  certainly  less  than  0.25 
mcoul,  that  the  oxidative  redox  capacity  of  this  system  is  less  than  3  microequivaleots  per  gram 
of  aquifer  material.  This  is  in  the  lower  range  reported  by  Heron  eLal-  (2),  but  considerably 
lower  than  the  values  reported  by  Barcelona  and  Holm  (1).  Thus  an  upper  limit  can  be 
established  for  the  oxidative  redox  capacity  of  this  aquifer  material  sample.  This  is  considerably 
smaller  than  the  results  obtained  from  a  very  iron  rich  and  organic  carbon  rich  pond  sediment 
investigated  previously  (3,4),  which  had  an  oxidative  capacity  of  ca.  700  /*equiv/g  sediment  for 
a  particle  size  range  smaller  than  2  iim  average  diameter.  The  use  of  significantiy  larger 
particles  in  this  sample  is  probably  a  factor,  since  there  is  evidence  to  suggest  that  the  titratable 
oxidant  in  this  aquifer  material  may  be  available  iron  (III)  species,  which  are  presumably 
distributed  over  the  surface  of  sediment  particles.  Since  surface  area  grows  inversely  in 
proportion  to  particle  diameter,  with  a  1/r  dependence  if  the  particles  can  be  treated  as  hard 
spheres,  or  a  l/r°'*  dependence  if  the  particles  are  fractal  (8),  it  is  likely  that  these  larger 
particles  will  inherently  have  a  smaller  redox  capacity  in  mequiv/gram  of  sediment  than  the 
smaller  particles  used  previously,  but  it  is  also  clear  that  the  oxidant  loading  per  unit  area  of 
particle  in  the  Columbus  aquifer  material  is  inherently  lower  than  in  the  Beaver  Dam  sediment 
previously  studied  (3.4).  Preliminary  evidence  from  other  workers  at  Tyndall  Air  Force  Base 
suggests  that  the  iron  content  of  the  Columbus  aquifer  material  is  also  significantly  lower  than 
that  of  the  Beaver  Dam  sediment.  Clearly  the  relation  between  iron  and  redox  capacity  wilt 
need  to  be  explored  in  greater  depth. 

Experiments  to  assess  the  temperature  dependence  of  pressure  in  a  closed  vessel  were 
carried  out  between  the  temperatures  of  13  ^  and  36  »C.  The  change  dV  in  the  volume  of  a 
closed  vessel  can  be  expressed  as  a  function  of  changes  in  the  pressure  dp  and  temperature  dT 
of  the  system,  as  given  by  the  expression: 

dV  =  3V/ap)T.c  dp  +  aV/aT)p.,  dT  =  (V/KJ  dp  +  o*  V  dT,  (1) 

where  V  is  the  initial  volume  at  specified  initial  temperature  and  pressure,  is  the  bulk  elastic 
modulus  of  the  container  material,  and  is  the  volumetric  coefficient  of  thermal  expansion  of 
the  container  material.  The  corresponding  expression  for  the  liquid  sample  in  the  container  is. 
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dv  =  -  aV/dp)T.i  dp  +  aV/dD,j  dT  =  -  (V/K,)  dp  +  a,  V  dT,  (2) 
where  K|  is  the  bulk  elastic  modulus  of  the  liquid,  and  ai  is  the  volumetric  coefficient  of  thermal 
expansion  of  the  liquid.  The  pressure  coefficient  terms  have  o[^)Osite  signs  in  equations  (1)  and 
(2),  because  an  increase  in  internal  pressure  inside  the  container  tends  to  increase  the  internal 
volume  of  the  container,  but  tends  to  decrease  the  volume  of  the  liquid  contained  dierein. 
Equating  the  volume  changes  for  container  and  liquid,  equations  (1)  and  (2)  can  be  combined 
to  yield  the  following  expression  for  pressure  change  as  a  function  of  temperature: 


(3) 

The  values  of  the  parameters  used  were  obtained  from  Perry  and  Chilton’s  Chcnucol  Engineering 
Handbook  (9):  =  4.80  x  lO"*  ("C)*‘  for  stainless  steel;  =  2.8  x  10’  pounds  per  square  inch 

(psi)  for  stainless  steel,  and  K,  =  2.989  x  10*  psi  for  water.  The  thermal  expansion  coefficient 
of  the  liquid  was  given  by  the  expression 

ofi  =  ai  +  2a2T  +  3ajT’,  W 

where  a,  =  -5.96  x  la*  ("C)  *,  aj  =  7.91  x  10*  (“C)  ’,  and  a,  =  -4.09  x  lO**  (“C)  *, 
which  were  obtained  from  regression  analysis  of  the  temperature  dependence  of  the  thermal 
expansion  coefficient  of  water  over  the  range  from  0  -  35  "C  (9). 

The  predicted  pressure  change  relative  to  an  initial  temperature  of  25  was  calculated 
by  substituting  equation  (4)  for  the  temperature  dependence  of  ai  directly  in  equation  (3)  and  by 
integrating  equation  (3)  with  respect  to  temperature  from  25  °C  to  the  temperature  of 
measurement.  Figure  4  illustrates  the  remarkable  pressure  change  of  930  psi  over  the  a*  22 
°C  temperature  range  between  13.8  and  35.4  ®C.  Such  a  large  pressure  change  implies  that  use 
of  a  closed  cell  in  a  thermally  unregulated  spectrophotometer  will  inevitably  lead  to  leakage  (or 
even  destruction  of  the  cell)  unless  a  solution  expansion  volume  is  provided.  Also  shown  in 
Figure  4  is  a  plot  predicting  the  pressure  change  based  on  the  known  thermal  expansion 
coefficients  of  water.  The  shape  of  the  experimental  plot  of  pressure  vs.  temperature  is  in  good 
qualitative  agreement  with  the  shape  predicted  based  on  the  thermal  expansion  coefficient  of 
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water.  The  predicted  pressure  range  is  slighUy  greater  than  the  observed  change,  but  the 
predicted  curve  merges  completely  with  the  experimental  curve  if  the  predicted  pressure  range 
is  normalized  to  the  observed  pressure  range. 


Conclusions 

It  was  established  that  the  Columbus  aquifer  material  had  a  very  low  oxidatioo  capacity, 
with  an  estimated  upper  limit  of  a-  3  pequiv/g  of  sediment.  This  result  is  on  the  order  of  the 
lower  redox  capacity  samples  investigated  by  Heron  (2).  and  considetably  lower  than  the  leveU 
repotted  by  Barcelona  and  Holm  for  similar  aquifer  materials  (1).  or  repotted  by  us  for  pond 
sediments  (3.4).  These  tesuits  give  support  to  the  contention  by  Heron  et  al.  that  the  results  of 
Barcelona  and  Holm  may  be  too  high.  We  were  able  to  establish  that  the  use  of  absorbance 
measurements  for  indirect  quantitation  by  monitoring  of  an  optical  reporter  molecule  is 
insufficiently  sensitive  to  provide  reiiable  quantitation  at  the  redox  capacity  levels  characteristic 
of  Columbus  aquifer  material.  The  problem  of  insufficient  resolution  of  the  redox  capacity  of 
Columbus  aquifer  materiai  must  be  resoived  for  further  progress  to  be  made.  TTie  most 
promising  approach  is  to  switch  from  absorbance  as  the  optical  probe  to  fluorescence.  The 
detection  iimit  of  the  method  described  here  is  limited  by  the  quantity  of  sediment  loading  which 
can  be  tolerated  while  still  obtaining  acceptable  absorbance  signals.  Huorescence  measurements 
are  considerably  more  immune  to  light  scatter,  enabling  considerably  higher  solids  loading.  We 
propose  for  future  work  to  utilize  fluorescence  detection  to  improve  the  attainable  resolution  and 

thereby  resolve  the  redox  capacity  of  Columbus  aquifer  material. 

It  was  also  established  that  astonishingly  high  pressures  can  be  generated  in  closed  vessels 
completely  filled  with  liquid,  if  temperature  is  not  carefully  regulated.  These  results  make  it 
dear  that  vessels  used  in  experiments  on  liquids  must  have  sufficient  compressible  volume, 
whether  as  a  gas  phase  or  a  compressible  insert  (e.  g.  rubber  or  other  elastic  material),  to  allow 
liquid  expansion  without  generation  of  ruinous  internal  pressures.  Such  volumes  may  be  very 
modest,  on  the  order  of  less  than  10  pL,  to  eliminate  this  potential  problem. 
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Figure  1.  Electrochemical  Titration  Cell  Diagram 
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Figure  2.  Spectroelectrochemical  Titration  Plots  -  Blank  Run 
A.  Absorbance  vs.  Charge 
B.  Potentiometric  Potential  vs.  Charge 
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Figure  3.  Spectroeleetrochemical  Titration  Plots  -  Columbus  Sediment  Run 

A.  Absorbance  vs.  Charge 
B.  Potentiometric  Potential  vs.  Charge 
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